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SCRIBING, GRADUATIOJ, AND CALIBRATION OF 

U.S. COAST AND GEODETIC SURVEY LEVELING RODS 
FROM 1877 TO 1968 

William E.  S t range  

Nat ional  Geodetic Survey 

Nat ional  Ocean Survey, NOM 

Rockvi l le ,  Md. 20852 

ABSTRACT. 
i n  1877. 
organ iza t ions  employed l e v e l  rods t h a t  were designed,  constructed,  s c r ibed ,  and 
graduated by C&GS. 
From 1924 u n t i l  1968, c a l i b r a t i o n s  were c a r r i e d  ou t  by t h e  National Bureau of 
Standards (NBS). 
graduat ing ,  and c a l i b r a t i n g  t h e s e  rods from 1877 u n t i l  1968 when the  l a s t  
c a l i b r a t i o n s  were made. 
used from 1877 through 1894, para f f in - sa tu ra t ed  wooden t a r g e t  rods used from 
1895 through 1898, p a r a f f i n - s a t u r a t e d  wooden F i sche r  rods used from 1899 
through 1915, and F i sche r  Invar -sca le  rods used from 1916 u n t i l  t h e  e a r l y  1970's. 

P r e c i s e  l e v e l i n g  by t h e  U.S. Coast and Geodetic Survey (C&GS) began 
U n t i l  t h e  e a r l y  1970's most l e v e l i n g  surveys by C&GS and i t s  successor  

From 1877 through 1923, C&GS a l s o  c a l i b r a t e d  t h e  rods.  

This  r e p o r t  desc r ibes  t h e  methods and r e s u l t s  of sc r ib ing ,  

Four types of rods a r e  discussed:  b ra s s  t a r g e t  rods 

Sc r ib ing  and c a l i b r a t i o n  of b r a s s  t a r g e t  rods are  commensurate with accurac ies  
of t h e  o rde r  of f 50 ppm. 
about 18 ppm/'C, and inaccurac i e s  r e s u l t i n g  from rod temperature changes g r e a t l y  
reduced t h e  accu rac i e s  obtained with t h e s e  ins t ruments .  
rods was manufactured. While t h e  rod s c r i b i n g s  were i n  e r r o r  by 400 t o  600 ppm, 
c a l i b r a t i o n s  appeared t o  have been accu ra t e  t o  wi th in  f 50 ppm, and were s t a b l e  
wi th  time so t h e  s c r i b i n g  e r r o r s  could be adequately monitored. 
c o r r e c t i o n s  f o r  paraff in-soaked wooden F i sche r  rods were very l a r g e ,  exceeding 
400 ppm and reaching a maximum of 770 ppm. O f  more s e r i o u s  concern was t h e  
uns t ab le  na tu re  of  t h e  c a l i b r a t i o n  va lues  which o f t e n  va r i ed  a s  much a s  370 
ppm between pre-  and post-survey c a l i b r a t i o n s  wi th  both slow and rapid c a l i -  
b r a t i o n  changes. 

However, t h e  c o e f f i c i e n t  of expansion of b ra s s  is  

One p a i r  of wooden t a r g e t  

Ca l ib ra t ion  

After t h e  i n t r o d u c t i o n  of F i sche r  Invar- type rods i n  1916, t h e  accuracy of 
s c r i b i n g ,  graduat ion ,  and c a l i b r a t i o n  increased  wi th  time. Discussion of 
s c r i b i n g  and graduat ion  i s  d iv ided  i n t o  fou r  per iods :  
mid-1928, mid-1928 t o  about 1951, and 1951 t o  1968. Scr ib ing  was genera l ly  
done wi th  a s tandard  meter b a r .  Graduation was c a r r i e d  ou t  during t h e  i n i t i a l  
1916-26 per iod  by us ing  a steel square t o  e s t a b l i s h  boundaries and by hand- 
p a i n t i n g  t h e  checkerboard p a t t e r n ;  from 1927 t o  about 1951 a graduat ing machine 
wi th  a 4-cent imeter  p a i n t i n g  mask was used. From about 1951, a 1-meter Invar  
p a i n t i n g  mask was used. 
c a r r i e d  o u t  between 1916 and 1929 with  s tandard  re ference  bars--by C&GS during 
1916-23 and by NBS from 1924-27. 
c a r r i e d  o u t  by NBS us ing  s tandard ized  s teel  t ape ;  from 1964 u n t i l  1968, a 
s tandard  Invar  b a r  was used. From 1930 onward, t h e  root-mean-square d i f -  
fe rences  between s c r i b i n g  and c a l i b r a t i o n  were about f 30 ppm. However, using 
t h e  1964-68 per iod  a s  a s tandard ,  c a l i b r a t i o n s  during 1949-63 showed a systen-  
a t i c  o f f s e t  o f  20 ppm, while  t hose  i n  1930-39 showed a systematic  50 ppm 
o f f s e t .  (Almost no c a l i b r a t i o n s  were made dur ing  1940-48.) Cal ib ra t ions  
p r i o r  t o  1930 were less accura t e  than  those  a f t e r  1930. 

1916 t o  1926, 1927 t o  

Ca l ib ra t ions  of  F i sche r  Invar-type rods were 

Between 1930 and 1963, c a l i b r a t i o n s  were 
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INTRODUCTION 

Although the U.S. Coast and Geodetic Survey (CbGS) began leveling as early as 
1856, precision leveling was initiated in 1877. 
leveling performed by C&GS and its successors [now the National Ocean Survey 
(NOS)] can be divided into two distinct periods characterized by the type of 
leveling instrument used. During the period 1877-98 the leveling instruments 
used by C&GS were the "Vienna" or "Stampfer" instruments. 
described in appendix 15 of the C&GS Annual Report for 1879 and appendix 8 of 
C&GS Annual Report for 1899. 
screw which was used to measure the angle between the orientation of the tele- 
scope when it was leveled with the striding level and the orientation when a 
line on the scale of a movable target on the rod was matched with the cross 
hair in the telescope of the level instrument. 
graduated at millimeter intervals, was used to interpolate between calibrated 
graduations 1 or 2 cm apart on the rod scale. 

The 105 years of precision 

These instruments are 

The instruments were characterized by a micrometer 

The movable target on the rod, 

In 1899, the Stampfer-type leveling instruments and target-type rods were 
replaced by direct-reading rods and leveling instruments. 
leveling instrument was read only when level. 
had scribe marks at 1-meter intervals with painted graduations at 1-centimeter 
intervals located along the entire rod. 
telescopes of the leveling instrument were used to interpolate readings to 0.1 
nun. 
detail and improved in accuracy, but the basic theory remains the same. 

In this case, the 
The rods, known as Fischer rods, 

Reading lines associated with the 

Since 1899 both leveling instruments and rods have changed substantially in 

C&GS constructed leveling rods from 1877 until the early 1960's. These rods 
continued to be calibrated until 1968, and were the primary leveling rods used 
by C&GS from 1877 to 1964 and by its successor, the Environmental Science Ser- 
vices Administration (ESSA), from 1965 until about 1970. In the 1960's leveling 
rods purchased from instrument manufacturers gradually replaced the C&GS rods 
until, in the mid-1970ts, C&GS leveling rods no longer were used. This publica- 
tion will consider only leveling rods constructed by C&GS. 
pass only the peri'od from when the first rods were constructed in 1877 to the 
last calibration of these rods for ESSA by the National Bureau of Standards 
(NBS) in 1968. 

Thus it will encom- 

In assuming the accuracy of the scribing, graduation, and calibration of C&GS 
leveling rods, six time periods--characterized by different rod types, dif- 
ferent scribing and graduation accuracies, and different calibration proce- 
dures--will. be considered. These periods are as follows: 

o 1877 - 1894 
o 1895 - 1898 
o 1899 - 1915 
o 1916 - 1927 
o 1928 - 1963 

o 1964 - 1970 

Brass target rods. 

Paraffin-saturated wooden target rods. 

Paraffin-saturated wooden Fischer rods. 

Fischer Invar-scale rods. 

Fischer Invar-scale rods with improved scribing and 
graduation. 

Fischer Invar-scale rods with improved calibration. 
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GENERAL CONCEPT OF ROD CALIBRATION 

Reading lines were placed on target leveling rods by scribing lines on metal 
parts of the rod at 1- or 2-centimeter intervals. Reading lines were placed on 
Fischer rods by scribing lines on an Invar strip at l-meter intervals and m i n g  
these to control the painting of graduations on the Invar strips in the form of 
l-centimeter-wide alternating black and white tessera. 
ated part of the leveling rods did not extend to the bottom of the rods but 
normally began 10 tu' 20 cm above the bottom. 

The scribed and gradu- 

Leveling rod calibration was performed by determining two quantities: rod 
excess and rod index error. The rod index error is the difference between the 
height value assigned to the bottom scribe mark on the rod and the distance 
between this bottom scribe mark and the bottom of the rod as determined during 
calibration. 
tion-derived distance between the bottom and top scribe marks on the rod by the 
distance between the bottom and top scribe marks defined during scribing. 
Therefore, rod excess is the linear scale error for the rod. For Fischer rods, 
the normal procedure was to place the bottom scribe mark a nominal 0.2 m above 
the bottom of the rod, with additional scribe marks at nominal distances of 1.2, 
2.2, and 3.2 m from the bottom of the rod. In this case, index error is the 
difference between the distance from the base of the rod to the bottom scribe 
mark obtained during calibration and the nominal value of 0.2 rn. 
is the distance between the 0.2- and 3.2-meter scribe marks obtained from cali- 
bration measurements, divided by 3.0 m. 

The rod excess is the value obtained from dividing the calibra- 

The rod excess 

In calibrating a rod, it was the usual practice to make measurements in a 
manner that allowed independent determinations of rod scale error from each 
1.0-meter segment of the rod; e.g., measurements of the intervals 0.2 to 1.2, 
1.2 to 2.2, and 2.2 to 3.2 m; or of the intervals 0.2 to 1.2, 0.2 to 2.2, and 
0.2 to 3.2 m. However, the normal procedure has been to compute a single rod 
excess value from the measurements. 
different for the different rod intervals, an error is clearly introduced from 
use of a single rod excess value. 

To the extent that the scribing errors are 

The index error is not a large source of error in leveling. If the index 
error remains constant for the two leveling rods used on a survey, the maximum 
error which can be introduced for the height difference between any two bench 
marks on the line of leveling, regardless of their horizontal separation or 
height difference, would be the difference between the index errors for the two 
rods, even if no correction were applied. 
setups is used for each bench mark to bench mark interval, and, thus, that the 
same leveling rod is placed on each bench mark, index error is eliminated even 
if no correction is applied, provided it does not change with time. 
Invar rods the index error is unlikely to change significantly during the time 
of a survey. For brass and wooden rods, some change may occur, as will be 
discussed later. 

By assuring that an even number of 

For Fischer 

BRASS TARGET RODS (1877-94) 

The overall characteristics of brass target rods used during the period 
1877-94 are published in appendix 15 of the C&GS Annual Report for 1879 (pp. 
203-205). The rods are described in that document as follows: 

The rods are made. of well-seasoned white-pine wood, oiled and 
varnished, and are a little more than 3 meters long. Each rod 
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c o n s i s t s  of a main s t r i p  of wood 7.5  cm wide and 2.5 cm t h i c k ,  
a long  t h e  c e n t e r  of each broad f a c e  of which i s  screwed and glued 
another  s t r i p  of t h e  same l eng th ,  and 2.5 cm wide and 2.5 cm th i ck .  
A t a r g e t ,  provided wi th  guide p i e c e s ,  and f r i c t i o n  sp r ing ,  can be 
moved up and down one of t h e  faces of t h e  rod by means of an endless  
cha in  running over  a f i x e d  p u l l e y  a t  t h e  bottom, and an ad jus t ab le  
one near  t h e  t o p  of t h e  rod. 
convenient t o  t h e  rodman's hand. 
r i g h t  ang le s  t o  i t s  face ,  a small  i vo ry  s c a l e ,  graduated t o  m i l l i -  
meters, moving over  a s t r i p  of b r a s s  set i n t o  t h e  rod and extending 
i t s  whole l eng th .  The b r a s s  i s  graduated t o  centimeters, and can 
be read t o  f r a c t i o n a l  p a r t s  of a millimeter by means of t h e  ivory  
s c a l e .  The b r a s s  s c a l e  i s  fas tened  i n  t h e  middle immovably t o  t h e  
rod, and i s  he ld  i n  i t s  groove by means of screws a t  t h e  back 
pass ing  through s l o t s ,  so t h a t  t h e  b r a s s  may f r e e l y  expand towards 
t h e  top  and bottom, and it forms t h e  s c a l e  proper  on which a l l  
d i f f e r e n c e s  of he igh t s  a r e  measured. 
by means of a thermometer set  i n t o  t h e  rod. A handle screwed on 
t h a t  f a c e  of t h e  rod oppos i te  t o  t h e  t a r g e t ,  and a small  c i r c u l a r  
l e v e l ,  enable  the  rodman t o  hold the  rod v e r t i c a l .  That face of 
t h e  rod which carries t h e  t a r g e t  is  graduated t o  centimeters, and 
serves t h e  double purpose of  a telemeter and of checking t h e  reading 
of t h e  b r a s s  s c a l e ,  a s  w i l l  be  explained f u r t h e r  on. The f o o t  of 
t h e  rod i s  a rounded p i e c e  of b r a s s ,  which i s  
a corresponding depress ion  i n  t h e  f o o t  p l a t e s .  

The cha in  passes  through a clamp 
The t a r g e t  c a r r i e s  with it, a t  

The temperature i s  r e g i s t e r e d  

intended t o  rest i n  

The wooden p a r t s  of t h e s e  rods were no t  paraff in-soaked (C&GS Annual 
Report  f o r  1899, p.  416). The procedure of f a s t en ing  the  b ra s s  s t r i p  t o  t h e  
wooden backing a t  t h e  center p o i n t  and al lowing it t o  expand and con t r ac t  i n  
both d i r e c t i o n s  wi th  changing temperature ,  a s  descr ibed i n  t h e  previous exce rp t ,  
was found t o  be u n s a t i s f a c t o r y  (C&GS Annual Report f o r  1899, app. 8, p. 416). 

I n  J u l y  1889, t h e  cons t ruc t ion  method changed. Thereaf te r  t he  b ra s s  s t r i p  was 
f a s t ened  t o  t h e  wood a t  t h e  bottom of t h e  rod so t h a t  t h e  s t r i p  expanded only 
upward (C&GS Annual Report f o r  1892, p a r t  11, app. 3, p. 163; C&GS Annual 
Report f o r  1899, app. 8, p. 416). There were apparent ly  16 bras s  rods con- 
s t r u c t e d ,  each i d e n t i f i e d  by a l e t t e r  des igna t ion .  
K and a rod des igna ted  A1 ( t o  r ep lace  rod A which was broken s h o r t l y  a f t e r  being 
manufactured) had t h e  b r a s s  s t r i p  fas tened  a t  t h e  c e n t e r  po in t .  
and 0 had t h e  brass s t r i p  fas tened  a t  the  bottom. 

Rods with le t ters  A through 

Rods L, M, N, 

The c o e f f i c i e n t  of thermal expansion of  t h e  b r a s s  s t r i p  was found t o  be 18 t o  

Obtaining s u f f i c i e n t l y ' a c c u r a t e  temperature measurements 
19 ppm p e r  OC. 
requi red  c o r r e c t i o n s .  
was one of t h e  problems encountered wi th  b r a s s  rods.  
b r a s s  s t r i p  nor t h e  thermometer bulb was p ro tec t ed  from t h e  d i r e c t  rays  of t h e  
Sun. 
and t h e  thermometer. On t h e  l a s t  b r a s s  rod cons t ruc ted ,  a f e l t  s t r i p  was used 
t o  p r o t e c t  t h e  b r a s s  s t r i p  from t h e  d i r e c t  rays  of t h e  Sun, and t h e  thermometer 
was sunk i n t o  t h e  rod and p ro tec t ed  by a metal  cover (C&GS Annual Report 
f o r  1899, app. 8, p .  416). 
a p p l i c a t i o n  of c o r r e c t i o n s  when us ing  b r a s s  rods were never considered sat is-  
f a c t o r y ,  even wi th  t h e  improvements incorpora ted  i n  l a t e r  rods (C&GS Annual 
Report f o r  1895, app. 8, p.  381). 

Thus, accu ra t e  temperature  measurements were necessary t o  make 

I n i t i a l l y  n e i t h e r  t h e  

A s  time went on, gradual  improvements were made i n  p r o t e c t i n g  t h e  s t r i p  

Hbwever, t h e  de te rmina t ion  of temperatures and t h e  
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The only  information found i n  t h e  C&GS f i les  concerning exac t  procedures  f o r  
e i ther  s c r i b i n g  t h e  1-centimeter in te rva ls  on t h e  b r a s s  rods o r  c a l i b r a t i n g  t h e  
rods was a s ta tement  i n  appendix 9 of t h e  C&GS Annual Report  f o r  1887. The 
r e p o r t  s t a t e d  t h a t  c a l i b r a t i o n  of 1-meter i n t e r v a l s  was c a r r i e d  ou t  through 
comparisons with a s tandard  us ing  "Saxton's d iv id ing  and comparing machine." 
must be remembered t h a t  dur ing  t h i s  per iod  t h e  C&GS Of f i ce  of Standard Weights 
and Measures performed many of t h e  func t ions  of t h e  p r e s e n t  Nat iona l  Bureau of 
Standards.  
a b l e  accuracy and used h igh-prec is ion  techniques t o  compare ( i .e.  , c a l i b r a t e )  
and t r a n s f e r  t h e  s c a l e  from t h e  s tandards .  

I t  

Therefore ,  C&GS had s tandard  l eng th  r e fe rences  of  t h e  h ighcs t  a v s i l -  

For reduct ion  of t h e  survey d a t a ,  s i n g l e  c a l i b r a t i o n  cons t an t s  were used f c r  
an e n t i r e  rod. Table 1 summarizes a l l  of the c a l i b r a t i o n  data found for thc 
brass rods used by C&GS. Rather than re ferenc ing  the  c a l i b r a t i o n  cons t an t s  t o  0 
O C ,  a s  was t h e  common p r a c t i c e ,  t a b l e  1 r e fe rences  t h e  cons t an t s  t o  20 O C .  
Referencing t h e  va lues  t o  20 O C  gives  a c l e a r e r  p i c t u r e  of t h e  magnitude of t h e  
c a l i b r a t i o n  c o r r e c t i o n  which was a c t u a l l y  appl ied  dur ing  l e v e l i n g ,  s i n c e  20 'C 
is nea re r  t o  t h e  a c t u a l  temperature  a t  which t h e  l e v e l i n g  was c a r r i e d  ou t .  
Because of t h e  l a r g e  c o e f f i c i e n t  of thermal expansion of b r a s s  (18 ppm/OC), 
every b r a s s  rod had one temperature i n  t h e  range 10 O C  t o  30 O C ,  a t  which t h e  
c a l i b r a t i o n  c o r r e c t i o n  was zero .  
r e s u l t s  f o r  b r a s s  rods was t o  s p e c i f y  t h e  temperature  a t  which t h e  c a l i b r a t i o n  
c o r r e c t i o n  would be zero .  This "zero cor rec t ion"  temperature  i s  a l s o  shown i n  
t a b l e  1. 

A common mode used t o  p r e s e n t  t h e  c a l i b r a t t o n  

Table 1.--Average calibration values of C&GS brass rods 
(Coef f i c i en t  of  thermal expansion = 18 ppm/OC) 

Rod Accepted c a l i b r a t i o n  va lue  C a l i b r a t i o n  
des igna t ion  PPm a t  zero  c o r r .  temp. d a t e  Source'* 

200 Cik ("C> 

3 
C 
D 
E 
F 
I 
K 
L 
M 
N 
0 

+25 
-37 
-5 

+lo1 
+5 9 
+20 
-2 
+42 
-31 
-31 
-31 
-31 

19.4 
22.1 
20.3 
14.4 
16.7 
18.9 
20.1 
17.7 
21.7 
21.7 
21.7 
21.7 

Sept .  1882 
Sept .  1882 
Sept .  1880 
Aug. 1882 
Dec. 1882 
Dec. 1882 
Nov. 1888 
Nov. 1888 

? 
? 
? 
? 

*Pos i t ive  c a l i b r a t i o n  va lues  i n d i c a t e  rods were too  long. 
**(l) C&GS Annual Report  f o r  1887, appendix 9. 

(2) C&GS Annual Report f o r  1893, appendix 2. 
(3) C&GS Annual Report  f o r  1896, p a r t  11, appendix 2. 
(4) C&GS Annual Report  f o r  1892, appendix 3. 
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I t  i s  no t  c l e a r  from t h e  a v a i l a b l e  records  whether any of t h e  b r a s s  rods were. 

As shown i n  t a b l e  1, no c a l i b r a t i o n  va lues  were found f o r  rods G ,  H, and 
c a l i b r a t e d  more than  once. 
noted. 
J ,  and no evidence exists t h a t  t hey  were used i n  l e v e l i n g .  

If they  were, no changes i n  c a l i b r a t i o n  va lues  were 

The c a l i b r a t i o n  va lues  given i n  t a b l e  1 a r e  n o t  l a r g e ,  which would g ive  t h e  
impression t h a t  t h e  b r a s s  rods were very  a c c u r a t e l y  sc r ibed .  However, t h e  
numbers i n  t h e  t a b l e  a r e  somewhat misleading.  
appendix 9 ,  g ives  measurements of t h e  i n t e r v a l s  0 t o  1, 1 t o  2 ,  and 2 t o  3 m f o r  

The C&GS Annual Report  f o r  1887, 

fou r  rods.  
measurements f o r  t h e  i n t e r v a l s  0 t o  1, 0 t o  2,  and 0 t o  3 m f o r  two rods.  The 

I n  a d d i t i o n ,  t h e  C&GS Annual Report  f o r  1896, appendix 2 ,  g ives  

i n t e r v a l  c a l i b r a t i o n  va lues  f o r  t h e s e - s i x  rods a r e  shown i n  t a b l e  2.  

The va lues  i n  t a b l e  2 i n d i c a t e  t h e  s c r i b i n g  errors f o r  t h e  b r a s s  rods are  more 
nonl inear  than  might have been expected from t h e  va lues  l i s t e d  i n  t a b l e  1. 
so, c a l i b r a t i o n  co r rec t ions  f o r  an  i n t e r v a l  seldom exceeded f 125 ppm. 

Even 

As i nd ica t ed  i n  t h e  C&GS Annual Report  f o r  1887, appendix 9 ,  t h e  mean va lues  
used f o r  d a t a  reduct ion ,  a s  given i n  t a b l e  1, were o f t e n  der ived  from t ak ing  t h e  
mean of t h e  t h r e e  i n t e r v a l  va lues ,  such a s  those  shown i n  t a b l e  2, wi th  t h e  
middle i n t e r v a l  given double weight.  
and F were obta ined  i n  t h i s  way from t h e  va lues  i n  t a b l e  2.  

The va lues  i n  t a b l e  1 f o r  rods A1, B,  E ,  

Table 2 . - - In te rva l  c a l i b r a t i o n s  of b r a s s  rods 

Temperature 

( O C )  

Rod during Measured interval value Source* 
des igna t ion  c a l i b r a t i o n  0-1 m 1-2 m 2-3 m 

20.3 
20.3 

E 20.3 
F 20.3 
I 22.7 
K 22.7 

1.000244 0.999949 0.999949 (1) 
1.000141 0.999876 0.999974 (1) 
1.000052 1.000039 1.000121 (1) 
1.000052 0.999959 1.000120 (1) 
1.000007 1.000024 1.000013 (2 1 
1.000014 1.000110 1.000050 (2) 

* ( 1 )  C&GS Annual Report for 1887, appendix 9. 
(2) C&GS Annual Report  f o r  1896, appendix 2.  (Values f o r  t h e s e  

i n t e r v a l s  determined by d i f f e r i n g  observed d a t a . )  

For those  rods having t h e  b r a s s  s t r i p  fas tened  t o  t h e  wooden p a r t  of t h e  rod 
a t  t h e  c e n t e r ,  t h e  zero  s c r i b e  mark on t h e  b r a s s  s t r i p  was well above t h e  bottom 
of t h e  rod ( o f t e n  more than 5 cm). This  allowed f o r  t h e  downward expansion of 
t h e  b r a s s  s t r i p .  Thus, t hese  rods had an index e r r o r  which was a func t ion  of  
t h e  temperature  of t h e  b r a s s  s t r i p .  
wooden rod could cause changes i n  t h e  c o r r e c t i o n ,  s i n c e  t h e  d i s t a n c e  from t h e  
bottom of t h e  rod t o  t h e  p o i n t  of attachment of t h e  b r a s s  s t r i p  changed. O f  
importance i n  t h i s  r e spec t  i s  t h e  f a c t  t h a t  t h e  wooden p a r t  of t h e  rod was n o t  
p a r a f f i n  soaked. Thus, t h e  wooden p a r t  of t h e  rod would be expected t o  undergo 
humidity-induced changes i n  l eng th .  To keep t h e s e  index e r r o r s  i n  pe r spec t ive ,  
it must be noted t h a t  dur ing  a survey season t h e  rods were u n l i k e l y  t o  produce 
changes i n  t h e  va lue  of t h e  index e r r o r  g r e a t e r  than  5 mm. 

Also, expansion o r  c o n t r a c t i o n  of  t h e  
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From a vantage p o i n t  almost 100 yea r s  a f t e r  t h e  f a c t ,  it i s  not  poss ib l e  
t o  a s s e s s  thoroughly the accuracy of s c r i b i n g  and c a l i b r a t i n g  b ras s  t a r g e t  rods.  
Because t o t a l l y  d i f f e r e n t  procedures  were used f o r  l e v e l i n g  a t  t h a t  time, it 
would be d i f f i c u l t  t o  unambiguously a s s i g n  t o  rod s c r i b i n g  o r  c a l i b r a t i o n  any 
sys temat ic  e r r o r s  which might be found from comparison with repea t  l eve l ings .  
It does seem c l e a r  t h a t  t h e  r e s u l t s  ob ta ined  wi th  these  rods should not  be 
expected t o  be a s  accu ra t e  a s  t hose  obta ined  i n  more recent  times using Invar- 
type F i sche r  rods.  

PARAFFIN-SATURATED, WOODEN, TARGET RODS (1895-98) 

Because C&GS was no t  f u l l y  s a t i s f i e d  wi th  t h e  "brass" rods,  t h e  C&GS Super- 
i n t enden t  appointed a s p e c i a l  committee t o  design a b e t t e r  rod. 
designed by t h e  committee was a wooden rod s a t u r a t e d  with p a r a f f i n  t o  minimize 
changes i n  l eng th  due t o  changes i n  humidity.  D e t a i l s  concerning paref f in-  
s a t u r a t e d  t a r g e t  rods a r e  given i n  appendix 8 of  t h e  C&GS Annual Report f o r  
- 1895. 

The replaceoent  

The fol lowing exce rp t s  summarize t h e  c h a r a c t e r i s t i c s  of t h i s  rod: 

The rod i s  made of well-seasoned white-pine wood, thoroughly 
s a t u r a t e d  wi th  p a r a f f i n  and i s  a l i t t l e  more than  3 meters long. 
Each rod c o n s i s t s  of a main s t r i p  of wood, 7 cm. wide and 2 . 1  cm. 
t h i c k ,  a long t h e  c e n t e r  of each broad f a c e  of which i s  fastened 
by screws ano the r  s t r i p  of equal  l eng th  and 2.5 cm. t h i c k ,  thus  
forming a c r o s s  of symmetrical p ropor t ions .  

Holes were then  bored in t h e  face of t h e  rod t o  rece ive  the  s i l -  
ver faced b r a s s  p lugs ,  5 mm. i n  diameter  and 20 nun. long, which 
were i n s e r t e d  a t  i n t e r v a l s  of 0.02 m. t o  r ece ive  the  graduation. 
These plugs f i t  a c c u r a t e l y  i n  t h e  holes  made t o  rece ive  them and 
a r e  secured i n  p o s i t i o n  by a r i v e t  pass ing  through t h e  wood and 
nea r  t h e  end of t h e  plug.  They p r o j e c t  s l i g h t l y  above t h e  f ace  
of t h e  rod. A s i n g l e  l i n e  is  c u t  ac ross  t h e  s i l v e r  end of each 
plug.  
Office, and t h e  l eng th  of each 0.1 m. d i v i s i o n  determined. The 
f i t t i n g s  

The rods were aga in  de l ive red  t o  t h e  Weights and Measures 

were then  p laced  upon t h e  rod. 

The t a r g e t ,  provided wi th  guide p i eces  and f r i c t i o n  sp r ings ,  
i s  moved up and down t h e  f a c e  of t h e  rod by means of an endless  
cha in  pas s ing  over  a f i x e d  p u l l e y  near  t h e  bottom of t h e  rod and 
an  a d j u s t a b l e  one nea r  t h e  top .  

A s i m i l a r  end le s s  cha in  i s  a t t ached  t o  a lever and eccen t r i c  
c a r r i e d  by t h e  t a r g e t ,  by means of wh ich , the  l a t t e r  can be 
clamped i n  any p o s i t i o n  on t h e  rod without  l o s s  of time. An 
opening i s  made i n  t h e  t a r g e t  t o  permi t  t h e  graduat ion t o  be 
seen ,  and it c a r r i e s  a millimeter s c a l e  0.02 m. long,  with a 
f e a t h e r  edge mounted on a sp r ing  which holds  it s l i g h t l y  above 
t h e  p lugs  and al lows a reading t o  be e a s i l y  made without pa ra l -  
l a x  by p res s ing  t h e  s c a l e  a g a i n s t  t h e  p lug  while reading t h e  
rod. The ze ro  of t h e  graduat ion  corresponds t o  t h e  f o o t  of t h e  
rod ,  and t h e  ze ro  of t h e  s c a l e  t o  t h e  c e n t e r  of t h e  t a r g e t .  
rod is  read d i r e c t l y  t o  0.001 m.  and by e s t ima t ion  t o  0.0001 m. 
A c i r c u l a r  l e v e l  i s  a t t ached  t o  t h e  rod, by means of which it can 
be he ld  i n  a v e r t i c a l  p o s i t i o n ,  and a handle i s  screwed t o  i t s  
back f o r  convenience i n  ca r ry ing  it. 

The 

7 



Only two pa ra f f in - sa tu ra t ed  t a r g e t  rods ,  denoted C&GS rods P and Q,  were 
cons t ruc ted .  To make c e r t a i n  t h a t  they  were e s s e n t i a l l y  immune t o  humidity 
e f f e c t s ,  t h e s e  two rods were soaked i n  melted p a r a f f i n  u n t i l  t hey  n e a r l y  doubled 
t h e i r  weight.  
and t h e  o t h e r  72 percent .  
f i l l e d ,  making t h e  rods impervious t o  water .  A s  noted i n  appendix 8 of  t h e  C&GS 
Annual Report f o r  1895, t h e  C&GS Off ice  of Standard Weights and Measures c a r r i e d  
o u t  a number of tes ts  on these  rods t o  determine t h e  e f f e c t s  of temperature  and 
humidity. 
4.2 ppm p e r  O C .  

humidity, one of t h e  rods was immersed i n  water  f o r  19 hours  and showed no 
measurable change i n  l eng th .  

One rod absorbed 95 percen t  of i t s  o r i g i n a l  weight i n  p a r a f f i n  
I n  absorbing t h e  p a r a f f i n ,  a l l  void spaces  were 

The c o e f f i c i e n t  of thermal expansion f o r  both rods was found t o  be 
To tes t  t h e  p a r a f f i n - s a t u r a t e d  rods a g a i n s t  t h e  effects  of 

Appendix 8 of  t h e  C&GS Annual Report f o r  1895 s t a t e s  t h a t  t h e  Of f i ce  of  
Standard Weights and Measures c a r e f u l l y  c a l i b r a t e d  each 10-centimeter i n t e r v a l  on 
rods P and Q. No information was found on how t h e s e  c a l i b r a t i o n s  were c a r r i e d  
o u t ,  nor were any r e s u l t s  of t h e s e  c a l i b r a t i o n s  publ ished.  
da t a  found were c a l i b r a t i o n  va lues  f o r  t h e  l a r g e r  intervals  0.1 t o  1.0, 1.0 t o  
2.0, and 2.0 t o  3.0 m .  Tables 3a and 3b summarize t h e  a v a i l a b l e  c a l i b r a t i o n  
da ta  f o r  t h e  two rods.  Table 3a shows e r r o r s  i n  s c r i b i n g  of 445 t o  610 ppm. 
However, reasonably good l i n e a r i t y  appears  i n  t a b l e  3b, wi th  t h e  c a l i b r a t i o n  
c o r r e c t i o n s  varying over  a range of  no more than  60 ppm from i n t e r v a l  t o  i n t e r -  
va l  €or a given rod during a given ca l ib ra t ion .  

The only  c a l i b r a t i o n  

Table 3 . - -Cal ibrat ion values fo r  p a r a f f i n - s a t u r a t e d  rods P and Q. 
(Coef f i c i en t  of thermal expansion used t o  reduce da ta  t o  

0 O C  0.000004 m p e r  "C) 
Table 3a 

Temperature C a l i b r a t i o n  
C a l i b r a t i o n  dur ing  Rod length :  0.1 t o  3.0 m c o r r e c t i o n s  

d a t e  c a l i b r a t i o n  P Q P Q Source* 
("0 ( P P d  ( P P d  

June 1896 24 2.90161 2.90138 555 476 (1) 
Oct. 1896 21.3 2.90149 2.90129 514 445 (1) 
Mar. 1897 24 2.90159 2.90148 548 510 (2) 
May 1899 24 2.90177 2.90142 610 49 0 (3) 

*(l) C&GS Annual Report f o r  1897-98, appendix 1. (2) C&GS Annual Report f o r  
1897-98, appendix 2. (3) C&GS Annual Report f o r  1899, appendix 5. 

d 

Table 3b 

Temperature - 
Rod C a l i b r a t i o n  during Measured i n t e r v a l  va lue  

des igna t ion  d a t e  c a l i b r a t i o n  0.1-1.0 m 1.0-2.0 m 2.0-3.0 m Source* 

P 1896 24 0.90050 1.00051 1.0005 1 (1) 
P 1897 24 0.9005 1 1.00054 1.00054 (2) 

0.90047 1.00044 1.00041 (1) 
1.00050 1.00047 (2) 

0 1896 24 
Q 1897 24 0.90051 

*(1) C&GS Annual Report  f o r  1897-98, appendix 1. (2) C&GS Annual Report  f o r  
1897-98, appendix 2. 
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In  us ing  t h e  c a l i b r a t i o n  co r rec t ions  i n  t a b l e s  3a and 3b t o  process  observed 
leveling data, the normal procedure was to take the mean of pre- and post-survey 
c a l i b r a t i o n s  of t h e  t o t a l  l eng th  of t h e  rod. 
va lue ,  determined e i t h e r  be fo re  o r  a f t e r  t h e  survey,  was a v a i l a b l e  f o r  reducing 
t h e  da t a .  
t h e  t o t a l  v a r i a b i l i t y  of a l l  c a l i b r a t i o n s  sugges t  c a l i b r a t i o n  e r r o r  d i d  no t  
exceed 50 ppm even when only one c a l i b r a t i o n  va lue  was a v a i l a b l e .  

A t  times, only one c a l i b r a t i o n  

The degree of agreement between pre-  and post-survey c a l i b r a t i o n s  and 

P a r a f f i n - s a t u r a t e d ,  wooden, t a r g e t  rods P and Q were used dur ing  t h e  pe r iod  
1895-98. I n  1899, t hey  were replaced by p a r a f f i n - s a t u r a t e d ,  wooden, X s c h e r  rods.  

PARAFFIN-SATURATED, WOODEN,FISCHER RODS (1899-1915) 

I n  1899, C&GS introduced a new levelinn instrument and changed i t s  l e v e l i n g  
procedures .  
t he  new l e v e l i n g  instrument .  

Appendix 8 of C&GS Annual Report  f o r  1899 (p. 41i) b r i e f l y  desc r ibes  
Greater d e t a i l  is  presented  i n  Parkhurs t  (1927). 

For use wi th  t h i s  ins t rument ,  an e n t i r e l y  new type of "direct-reading ' '  rod was 
designed by E .  G. Fischer(C&GS Annual Report  f o r  1899, app. 8, p.  418-419). The 
new rods were o r i g i n a l l y  soaked i n  p a r a f f i n ,  s i m i l a r  t o  rods P and Q a l r e a d y  
descr ibed ,  b u t  wi th  t h e  fol lowing important  d i f f e r e n c e s  (C&GS Annual Report  f o r  
1899, app. 8, p. 419): 

They d i f f e r  e s s e n t i a l l y  from rods P and Q ,  a s  used i n  1895-1888, 
i n  being d i r ec t - r ead ing  rods i n s t e a d  of  t a r g e t  rods.  
a t i o n ,  which i s  read d i r e c t l y  from t h e  t e l e scope ,  is  i n  b lack  and 
w h i t e  squares  1 cent imeter  on a s i d e .  Metal plugs a r e  i n s e r t e d  
a t  t h e  0.1, 1.1, 2.1, and 3.1 meter p o i n t s .  A f i n e  graduat ion  on 
t h e s e  p lugs  i s  used t o  determine t h e  exac t  l eng th  of t h e  rods and 
t o  s tudy  t h e i r  changes of l eng th  while  i n  t h e  f i e l d .  
con ta in  less than  20 percen t  of t h e i r  o r i g i n a l  weight of p a r a f f i n  
a s  con t r a s t ed  wi th  72 t o  95 percen t  i n  rods P and Q. 
t oge the r  wi th  t h e  omission of t h e  t a r g e t  and connected cha ins ,  
reduces t h e  weight of t h e  rod from about  10 kilograms t o  about  4.5 
kilograms. 

The gradu- 

The new rods 

This ,  

No s ta tement  was found i n  t h e  records  a s  t o  how t h e  graduat ions  were p laced  on 
t h e  metal  plugs o r  how t h e  f a m i l i a r  F i sche r  checkerboard graduat ions  were p a i n t -  
ed on t h e  rods.  

During a l l  b u t  t h e  f i n a l  yea r  of t h e i r  use ,  c a l i b r a t i o n s  of t h e  p a r a f f i n -  
s a t u r a t e d  F i sche r  rods were made i n  t h e  fol lowing way: 
t h e  d i s t a n c e  between t h e  0.1- and 3.1-meter s c r i b e  marks on t h e  rod were made i n  
t h e  l abora to ry  be fo re  and a f t e r  each f i e l d  season. Standard meter r e fe rence  
b a r s  were used f o r  t h i s  measurement. Measurements of t h e  same i n t e r v a l  were 
a l s o  made, gene ra l ly  once o r  twice a month i n  t h e  f i e l d ,  us ing  a c a l i b r a t e d  
steel t a p e  (C&GS Annual Report f o r  1903, app. 3,  pp. 214-215). The l a b o r a t o r y  
measurements provided t h e  d e f i n i t i v e  c a l i b r a t i o n  va lues  used t o  reduce t h e  d a t a .  
The f i e l d  measurements wi th  t h e  steel  t ape  were used only  t o  a i d  i n  determining 
how t o  apply t h e  l abora to ry  c a l i b r a t i o n s ;  e . g . ,  t h e  f i e l d  measurements could be 
used t o  determine i f  an observed change between pre-  and post-survey c a l i b r a t i o n  
had occurred l i n e a r l y  over  a pe r iod  of  time o r  ab rup t ly  over  a s h o r t  time i n t e r -  
v a l  dur ing  t h e  f i e l d  season. 

Carefu l  measurements of  

During t h e  1915 f i e l d  season,  a change i n  c a l i b r a t i o n  procedure was made. A 
s tandard  Invar  meter b a r  was taken t o  t h e  f i e l d  and f r equen t  c a l i b r a t i o n s  of t h e  
l e v e l i n g  rods were c a r r i e d  ou t  wi th  t h i s  s tandard  b a r  a t  t h e  f i e l d  si te.  These 
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measurements provided calibration information for the reduction of the observed 
leveling data (Avers and Cowie 1916). 

Tables 4 through 9 present calibration data for six pairs of wooden Fischer 
rods, carried out at various times during the period 1899-1915. 
all the calibration values found in the records for wooden Fischer rods. Other 
calibration data may exist, but the bulk of the calibrations is believed to be 
included in these tables. The interval observed to obtain a calibration value 
was the distance between scribe lines on the brass plugs at the 0.1- and 
3.1-meter points on the rods. 

These represent 

Table 4.--Calibration values for paraffin-saturated rods 
R2 and S. 
data to 0 OC = 0.000004 m per "C) 

(Coefficient of expansion used to reduce 

Calibration 
date 

Calibration value 
R S 
(m3 (m> 

Correction 
R2 5 

(ppm) (PPd 

May 1899 - 3.00064 - 210 
Aug. 1899 3.00068 - 230 - 
Oct. 1899 3.00109 3.00153 360 510 
Nov. 1900 3.00122 3.00157 410 520 
Jan. 1901 3.00099 3.00136 330 450 
Mar. 1902 3.00086 3.00139 290 460 
May 1902 3.00086 3.00139 290 460 
Dec. 1902 ' 3.00080 3.00134 270 450 
Oct. 1903 3.0008 3.0012 270 400 

230 400 Mar. 1904 3.0007 3.0012 
Jan. 1905 3.0009 3.0014 300 470 
Aug. 1908 3.0017 3.0020 570 670 
Sept. 1910 3.0007 3.0002 230 70 
Feb. 1911 2.9999 2.9996 -30 -130 
Nov. 1911 3.0000 2.9997 0 -100 
June 1913 2.999986 2.999593 -5 -140 
Jan. 1914 3.00007 1 2.999872 20 -40 

Table 5.--Calibration values for paraffin-saturated rods 
T and U. 
data to 0 "C = 0.000004 m per "C) 

(Coefficient of expansion used to reduce 

Correction Calibration Calibration value 
date T U T U 

May 1899 3.00073 3.00042 240 140 
Dec. 1899 3.00150 3.00128 500 430 
Jan. 1901 3.00136 3.00116 450 390 
Mar. 1902 3.00124 - 410 - 
May 1903 3.0015 3.0013 500 430 
Jan. 1904 3.0010 3.0009 330 300 
Jan. 1905 3.0015 3.0014 500 470 
Oct. 1905 3.0020 3.0015 670 500 

(m) (d (PPd (PPd 
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Table 6.--Calibration values for paraffin-saturated rods 
V and W. 
data to 0 OC = 0.000004 m per "C) 

(Coefficient of expansion used to reduce 

Calibration 
date 

Calibration value Correction 
V w V w 
(m> (m 1 (PPd (ppm) 

June 1900 
Jan. 1901 
Mar. 1902 
Apr. 1904 
Jan. 1905 
Dec. 1905 
Aug. 1907 

3.00076 3.00094 250 310 
3.00156 3.00196 520 650 
3.001 18 3.00163 390 540 
3.0014 3.0017 470 570 
3.0011 3.0016 370 530 
3.0014 3.0021 470 700 
3.0015 3.0023 500 770 

Table 7.--Calibration values for paraffin-saturated rods 
X and Y. 
reduce data to 0 OC = 0.000004 m per "C) 

(Coefficient of thermal expansion used to 

Ca 1 ibra t ion 
date 

Calibration value 
X Y 
(m) (m> 

Correction 
X Y 

(PPd (ppd 

Sept. 1906 3.0020 3.0022 
Aug. 1907 3.0015 3.0016 
Feb. 1909 3.0007 3.0009 
Jan. 1910 3.0003 3.0005 

670 730 
500 530 
230 300 
100 170 

Table 8.--Calibration values for paraffin-saturated rods 
AA and BB. 
reduce data to 0 O C  = 0.000004 m per "C) 

(Coefficient of thermal expansion used to 

Calibration 
date 

Calibration value Correction 
AA BB AA BB 
(d (m) (ppd (PPd 

Jan. 1908 3.0008 3.0013 270 430 
Feb. 1909 3.0004 3.0010 130 330 
Oct. 1909 3.0007 3.0012 230 400 
Nov. 1910 3.0004 3.0011 130 370 
May 1915 3.0005 3.0012 170 400 
Nov. 1915 2.9994 3.0002 -200 70 
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Table 9.--Calibration values for paraffin-saturated rods 
CC and DD. 
reduce data to 0 O C  = 0.000004 m per "C) 

(Coefficient of thermal expansion used to 

Calibration Calibration value Correction 
date cc DD cc DD 

(m) (m) (PPd (ppm) 

June 1911 3.0013 3.0015 430 500 
Jan. 1912 3.00085 3.0012 280 400 

The calibration corrections for wooden Fischer rods were very large, in two 
cases more than 700 ppm. It is also clear from examining the tables that the 
calibration values were often very unstable, with changes as large as 370 ppm 
occurring between pre- and post-survey calibrations. The cause of these pre- 
and post-survey calibration differences is not certain. However, the available 
information strongly suggests that on most occasions the cause was environmental 
in nature. 

Tables 4 through 9 indicate that the sign of change in calibration constant 
between pre- and post-survey calibrations is almost always the same for a rod 
pair, although the exact magnitudes of the changes may be different. 
character of the change (i.e., whether occurring linearly over the survey period 
or suddenly) is usually the same for a rod pair. This similarity in calibration 
changes is most likely explained as variations in environmental conditions since 
both rods of a rod pair would normally be used and stored together and exper- 
ience the same environmental effects. 
larger than any reasonable thermal effect, the most probable cause of change 
would appear to be the effect of humidity upon the rods. Perhaps saturation 
with paraffin to 20 percent of the rod's original weight was not adequate to 
prevent humidity-induced changes. 

Even the 

Because the calibration changes are far 

Occasionally, there is a large sudden change in the calibration value for one 
rod of a pair, but not for the other. 
always be kept in mind is that movement of one of the brass plugs occurred 
relative to the wooden part of the rod. 
"change in calibration" would be erroneous. The actual location of the black 
and white checkerboard pattern relative to the bottom of the rod would not be 
changed by the movement of the brass plug. 

In this case, a possibility which must 

If this were the case, the apparent 

Because steel tape measurements were used to control interpolation of pre- and 
post-survey calibrations, no single fixed procedure existed for obtaining the 
calibration values used in processing the leveling observations obtained by 
using the rods. 
two examples. 

The range of procedures used can best be illustrated by citing 

The December 1899 and January 1901 calibration values for robs T and U, listed 
in table 5, are associated with a survey performed between June 9, 1900, and 
December 4, 1900. 
seem to provide a basis for assuming any calibration "jumps." 
mean of pre- and post-calibration values was used for the subsequent reduction 
of the leveling data. 

The steel-tape calibrations carried out in the field did not 
Thus, the simple 
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The June 1900 and January 1901 c a l i b r a t i o n  va lues  f o r  rods V and W, l i s t e d  i n  
t a b l e  6, bound a survey performed between J u l y  1900 and January 1901. 
d i f f e r e n c e s  between pre-  and post-survey c a l i b r a t i o n s  were much l a r g e r  i n  t h i s  
case  than  i n  t h e  prev ious  example, reaching 340 ppm f o r  rod W. The s teel  t ape  
measurements i n  t h e  f i e l d  ind ica t ed  two jumps i n  c a l i b r a t i o n .  In  t h i s  case ,  t h e  
June c a l i b r a t i o n  va lues  were used t o  reduce d a t a  for t h e  per iod July 23 t o  
September 1, t h e  means of t h e  June and January c a l i b r a t i o n  values  were used f o r  
t h e  pe r iod  September 2 through November .19, and t h e  January c a l i b r a t i o n  va lues  
were used f o r  t h e  pe r iod  November 20 t o  t h e  end of t h e  survey. 

The 

As noted p rev ious ly ,  i n  1915 C&GS took s tandard  l-meter Invar  ba r s  i n t o  the  
f i e l d  and used them t o  c a l i b r a t e  t h e  wooden rods a t  r egu la r  time i n t e r v a l s .  
Tables  10 and 11 l i s t  t h e  results of t h e s e  c a l i b r a t i o n s  fo r  two d i f f e r e n t  p a i r s  
of rods.  These results i n d i c a t e  t h a t  c a l i b r a t i o n  changes of a s  much as 155 ppm 
occurred over time pe r iods  a s  s h o r t  as  1 month. These changes were of t h e  same 
o rde r  of magnitude a s  some of t he  " instantaneous" changes ind ica ted  by t h e  steel 
tape measurements, which lends c r e d i b i l i t y  t o  t h e  idea t h a t  rapid change may 
have occurred i n  c a l i b r a t i o n  of t h e  wooden rods.  On t h e  o the r  hand, t h e  r e s u l t s  
documented i n  t h e  n e x t  s e c t i o n  on field c a l i b r a t i o n  of "Invar" rods in 1916 
suggest  t h a t  s u b s t a n t i a l  e r r o r s  may have been introduced i n  f i e l d  c a l i b r a t i o n  
de te rmina t ions  when us ing  Invar  ba r s .  

Table 10.--1nvar-bar f i e l d  c a l i b r a t i o n s ,  
from Reno t o  Las Vegas, Nev., i n  1915 

C a l i b r a t i o n  Ca l ib ra t ed  rod length  
d a t e  Rod AA Rod BB 

(m 1 (m) 

4/09/19 15 
6/05/1915 
7/03/1915 
7/28/1915 

3.000608 3.001274 
3.000447 3.001009 
3.000117 3.000800 
2.99965 1 3.000460 

Table 11.--Other Invar-bar  f i e l d  c a l i b r a t i o n s  
i n  1915 

Cal ib ra t ed  rod l eng th  
C a l i b r a t i o n  Rod V ' Rod W 

d a t e  (m) (d 

3/ 17/1915 
5/ 8/1915 
5/27/1915. 
6/10/1915 
7/11/ 1915 
7/29/1915 
8/ 12/ 19 15 
8/21/ 1915 
9/ 1/1915 
9/ 10/1915 
11/19/1915 

3.000420 
3.000490 
3.000400 
3.000400 
3.000550 
3.000180 
2.999920 
2.999890 
2.999920 
3.000080 
3.000280 

3.000380 
3.000530 
3.000500 
3.000540 
3.000590 
3.000170 
2.999760 
2.999820 
2.999940 
3.000090 
3.000560 
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An examination of all the data for paraffin-saturated wooden Fischer rods 
indicates that height-correlated leveling errors due to inadequate rod cali- 
bration may have been in the range of 100 to 200 ppm at various times. Extreme 
caution must be exercised in crustal movement analyses when using leveling data 
obtained with these rods. 

FISCHER INVAR-SCALE RODS (1916-68) 

Fischer rods with metal strips were first introduced in 1916. The C&GS Annual 

Parkhurst (1927) 
However, the C&GS Annual Report 

Report for 1916 (pp. 41-42) states that initially the metal used was gamma 
steel. 
reports the metal strip used in 1927 was Invar. 
for 1928 (p. 8) states that first-order leveling rods with graduations on Invar 
were introduced that year. In any case, from 1916 until the present, the metal 
used for the rods that will be discussed in this section was either Invar or a 
similar metal with a coefficient of thermal expansion between 1 x 
2 x per oc, For brevity, all metal strips discussed in this section will 
be referred to as Invar. A few rods were constructed by C&GS between 1916 and 
1940 that used a metal called hoop iron with a coefficient of thermal expansion 
about ten times greater than Invar. 
there is no indication that these rods were treated any differently than Invar 
rods with respect to scribing, painting of graduations, or calibration. 

(It is not clear how gamma steel differed from Invar.) 

and 

These rods will - not be discussed. However, 

The initial Fischer rods are described in detail by Parkhurst (1927). Revised 
descriptions, reflecting improvements made in the rods, may be found in Parkhurst 
(1935, 1955). The standard Fischer rod consisted of three parts: a metal strip 
of Invar about 3.3 m in length attached to a metal footpiece and a wooden backing 
attached to the footpiece, which supported the metal strip. The reading scale 
consisted of the familiar black and white checkerboard pattern, painted on the 
Invar strip as 1-centimeter wide alternating black and white squares. On the 
wooden part of the rod are alternating black and white sections of 1-decimeter 
width. 
Invar strip. 

These sections aided in correctly reading the centimeter digit from the 
Figure 1 illustrates the front of a Fischer Invar-scale rod. 

In reading a Fischer rod, the leveling instrument was used to interpolate 
between boundaries of the black-and-white, l-centimeter segments painted on the 
Invar strip. Thus, the accuracy of a Fischer rod depended upon the accuracy of 
the locations of the boundary lines between these black and white segments. 
Maintaining the accuracy of location of these boundary lines and the overall 
scale of the rod required a two-step process. First, scribe marks were made on 
the Invar strip at predetermined intervals. 
were determined through transferral of length intervals from a standard Invar 
reference bar. 
black and white checkerboard pattern. 

The locations of the scribe marks 

The scribe marks were then used to control the painting of the 
. 

Painting of the black and white tessera on the Invar strip is referred to as 
graduation of the strip. 
will be discussed in the next section. 

This was accomplished in a number of different ways as 

Scribing and Graduation of Fischer Rods 

The scribing and graduation of Fischer leveling rods can be analyzed in terms 

However, because of wear the gradu- 
of four distinct time periods (table 12) when different procedures were used. 
Rods were rescribed only on rare occasions. 
ations were repainted on the Invar strips every few years when the rods were in 
use. 
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Table 12.--Scribing and graduation of Fischer leveling rods 

Time 
inte rva 1 Method of scribing Method of graduation 

1916-26 

1927-28 

1928-51? 

Unknown Graduation boundaries estab- 
l i shed  w i t h  steel square. 
Painting by hand. 

Scribe marks at 1.0, 2.0,  Graduating machine with 
and 3.0 m, using graduating 4-cm painting mask. 
machine and meter bar. 

Scribe marks at 0.2, 1.2, Graduating machine with 
2.2 ,  and 3.2 m, using stan- 4-cm painting mask. 
dard reference bar. 

1951? to the end Scribe mark at 0.2 m using 1-meter Invar painting 
of use of Fischer precision gage blocks; mask. 
rods scribe marks at 1.2, 2.2, 

and 3.2 m using standard 
reference bar. 

An initial set of nine Invar-type Fischer rods was introduced during the per- 
iod 1916-17. An additional 14 rods were introduced in 1920-22. The only pub- 
lished information on either the scribing or graduation of these rods is the 
following excerpt from Parkhurst (1927; pp. 9, 11) describing how the gradua- 
tions were placed on the fnvar strips prior to the introduction of the graduating 
machine in 1927: 

This work was formerly done by coating the strip with white 
paint, then placing it beside a master scale and transferring 
the dimensions by means of a steel square and scriber. 
black squares were then filled in by hand - a most tedious pro- 
cess. With this method it w a s  impossible to obtain uniformity 
of width, as the scriber cut a shallow groove of finite width, 
into which the paint would flow, causing a general tendency for 
the black squares to be wider than the white. Irregularity of 
the lines of demarcation was also unavoidable ... 

The 

In the former process, the initial meter line was laid off 
roughly 1 m from the foot, a scratch line being made on the 
metal of the strip at this point, the actual distance being 
carefully measured later. 

It is clear that the scribe marks at 0.2, 1.2, 2.2, and 3.2 m played a special 
role, even in these early Fischer Invar-scale rods because the scribe narks were 
used in calibrating the rods. 
marks were placed on the Invar strip independently by using a standard meter bar 
as was done later, according to Parkhurst (1935). 

However, it is not clear whether these scribe 
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Figure  1.--Fischer  Invar -sca le  l e v e l i n g  rod. 

Parkhurs t  (1927) s t a t e s  t h a t  t h e  graduat ion  method employed f o r  t hese  i n i t i a l  
F i sche r  Invar -sca le  rods was u n s a t i s f a c t o r y  because t h e  procedure was slow and 
inaccura t e .  Construct ion of a machine f o r  more accu ra t e ly  pa in t ing  t h e  checker- 
board p a t t e r n  onto t h e  rods was begun i n  1924 and completed i n  1925 (C&GS Annual 
Report  f o r  1925, p.  51). Improvements i n  t h e  machine continued u n t i l  1927, when 
it was used t o  graduate  10 new rods (C&GS Annual Report f o r  1927, p.  40). I n  
a d d i t i o n  t o  being graduated on t h e  new machine, t hese  rods a l s o  d i f f e red  from 
t h e  o r i g i n a l  rods i n  t h a t  t h e  graduated Invar  s t r i p  was recessed i n t o  t h e  wooden 
p a r t  of t h e  rod t o  prevent  wear. 
a t i n g  machine, c i r c a  1927, a s  fol lows:  

Parkhurs t  (1927, p. 11) descr ibes  t h e  gradu- 
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With the new machine, the comparison method i s  used thereby 
avoiding t h e  necessity f o r  c u t t i n g  a long and accu ra t e  l ead  
screw and f o r  working a t  cons tan t  temperature .  An inva r  b a r  
of t h e  same phys ica l  c h a r a c t e r i s t i c s  a s  t h e  s t r i p ,  a c c u r a t e l y  
ru led  i n  1 cm. spaces ,  i s  loca ted  i n  a groove a t  t h e  r e a r  of 
t h e  machine. A microscope i s  mounted on t h e  c a r r i a g e  ca r ry ing  
a p a i r  of f i n e  p a r a l l e l  tungs ten  wires i n  i t s  f o c a l  p lane .  
A small  e l e c t r i c  bulb p laced  bes ide  t h e  microscope tube sh ines  
down upon t h e  comparator b a r ,  causing t h e  ru led  l i n e s  t o  s tand  
ou t  b r i l l i a n t l y .  
t h i s  b r i l l i a n t  background, and t h e  s e t t i n g  of t h e  c a r r i a g e  
i s  s u r p r i s i n g l y  easy.  

The tungs ten  wires show b lack ly  a g a i n s t  

The cross slide of the carriage carries a vertical slide on 
which is mounted a cup-shaped turreting mask having four 
r ec t angu la r  s l o t s  1 c m .  wide c u t  i n  t he  r i m .  The t u r r e t  
i s  lowered and pressed  a g a i n s t  t h e  work by a small  e c c e n t r i c ,  
and t h e  open space i s  sprayed wi th  a quick-drying b lack  
p a i n t  by means of a small  a i r  brush.  A s  t h e  mask i s  r a i s e d  
v e r t i c a l l y ,  no d i f f i c u l t y  i s  experienced wi th  smearing t h e  
p a i n t ,  and it i s  n o t  necessary  t o  wai t  u n t i l  it d r i e s .  A s  
soon a s  a s q u a r e h a s  been pa in t ed  t h e  mask i s  r a i s e d  and t h e  
c a r r i a g e  t r ave r sed  t o  t h e  next  space and t h e  process  
repeated.  

The m u l t i p l i c i t y  of openings i s  des i r ab le  t o  f a c i l i t a t e  t h e  
c leaning  away of p a i n t  accummulation along t h e  edges of t h e  
mask, without  de l ay  t o  t h e  work. 

The r e s u l t i n g  graduat ions ,  bo th  white  and b l ack ,  a r e  a l l  of 
t h e  same width.  The l i n e s  of graduat ion  a r e  s t r a i g h t  and 
sharp ,  and t h e  sharpness  i s  enhanced by t h e  th inness  of t h e  
b lack  which does no t  provide a r a i s e d  and sh in ing  su r face  t o  
cause annoying r e f l e c t i o n s .  

The graduat ing  machine was a l s o  i n i t i a l l y  used t o  p o s i t i o n  s c r i b e  marks on t h e  
Invar  s t r i p  (Parkhurs t  1927). 
such a way t h a t ,  when t h e  s t r i p  with i t s  foo tp iece  a t t ached  was p laced  i n  pos i -  
t i o n ,  t h e  1-meter mark on t h e  s t r i p  was almost e x a c t l y  1 m from t h e  lower end of 
t h e  foo tp iece .  

Stops were placed a t  t h e  end of t h e  machine i n  

Improvements were made t o  t h e  graduat ing  machine i n  1928, a s  s t a t e d  i n  t h e  
C&GS Annual Report  f o r  1928 (p. 37): 

Ce r t a in  improvements were made i n  machines used t o  graduate  
t h e s e  rods which makes it p o s s i b l e  t o  d iv ide  them more accu- 
r a t e l y .  The i n v a r  comparison b a r  was ru led  by t h e  Bureau of 
Standards so t h a t  t h e  meter i n t e r v a l  i s  c o r r e c t  w i th in  p l u s  o r  
minus 10 microns o r  4/10,000 of an inch.  The method of t r a n s -  
f e rence  of t h e  meter i n t e r v a l s  from t h e  b a r  t o  t h e  rod was so 
improved t h a t  it was p o s s i b l e  t o  have t h e  c a l i b r a t i o n  c a r r i e d  
one decimal p o i n t  f a r t h e r ;  t h a t  i s ,  t o  hundredths of  a m i l -  
limeter i n s t e a d  of t e n t h s  a s  formerly.  
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Parkhurs t  (1935) desc r ibes  t h e  p l ac ing  of  s c r i b e  marks a t  1-meter i n t e r v a l s  on 
t h e  Invar  s t r i p s  beginning a t  t h e  0.2-meter s c r i b e  mark, and us ing  t h e  marks t o  
p o s i t i o n  t h e  rod f o r  p a i n t i n g  t h e  checkerboard p a t t e r n  a s  fol lows:  

A l i n e  i s  c a r e f u l l y  ru l ed  on a small  po l i shed  a rea  of t h e  level 
This  i n t e r v a l  s t r i p ,  2 decimeters  from t h e  end of t h e  foo tp iece .  

i s  c a r e f u l l y  checked and c a l i b r a t e d ,  and i f  found t o  be wi th in  t h e  
al lowable l i m i t  of  0.1 millimeter, t h r e e  a d d i t i o n a l  l ines  each 
1 meter a p a r t  are  ru led  along t h e  l eng th  of t h e  rod and t h e i r  
i n t e r v a l s  c a l i b r a t e d .  
exceed 0 . 1  millimeter, t h e  rods a r e  r e j e c t e d  and regraduated.  
These r e fe rence  l i n e s  a r e  then  used i n  l o c a t i n g  t h e  s t r i p  i n  
t h e  graduat ing  machine i n  o rde r  t o  apply t h e  b lack  squares  i n  
their correct pos i t  ion. 

If t h e  e r r o r  i n  any i n t e r v a l  is  found t o  

I t  is c lear  from t h i s  quote t h a t  s i n c e  t h e  e a r l y  1930's s c r i b e  marks a t  the 
0.2,  1 .2 ,  2 .2 ,  and 3.2-meter p o i n t s  have been t h e  key s c r i b e  marks on t h e  Invar  
rods.  
i n  t h e  graduat ing  machine, and used i n  c a l i b r a t i n g  t h e  rods .  

These marks were placed on t h e  rods i n i t i a l l y ,  used t o  p o s i t i o n  t h e  rod 

There a r e  s t r o n g  i n d i c a t i o n s  t h a t  t h e  procedures  s t a t e d  i n  Parkhurs t  (1935) 
were used a s  e a r l y  a s  mid-1928 a f t e r  completing improvements t o  t h e  graduat ing  
machine descr ibed  i n  t h e  previous exce rp t  from t h e  C&GS Annual Report  f o r  1928. 
There i s  a l s o  a s t r o n g  i n d i c a t i o n  t h a t  t h e  rods o r i g i n a l l y  sc r ibed  and graduated 
i n  1927 were r e sc r ibed  and regraduated i n  1928. 

The sequence of events  f o r  s c r i b i n g  and graduat ing  t h e  l e v e l i n g  rods appears  
t o  have been the following: The key scribe marks on the rods introduced during 
t h e  1916-22 t i m e  pe r iod  were a t  0 .2 ,  1 .2 ,  2 .2 ,  and 3.2 m, as  s t a t e d  previously. 
These s c r i b e  marks were used by NBS t o  c a l i b r a t e  these e a r l y  rods from 1924 
through e a r l y  1927. When t h e  10 new rods ,  which were sc r ibed  and graduated i n  
1927 wi th  t h e  new machine, were c a l i b r a t e d  by NBS i n  mid-1927 t h e  c a l i b r a t i o n  
i n t e r v a l s  were 0 t o  1 .0 ,  1.0 t o  2.0,  and 2.0 t o  3 .0  m. This  would appear t o  
agree  with t h e  comments made by Parkhurs t  (1927) concerning t h e  way i n  which t h e  
graduat ing  machine was i n i t i a l l y  used t o  p l a c e  t h e  l-meter mark a c c u r a t e l y  on 
t h e  rods.  
i n a b i l i t y  t o  s e p a r a t e  an  index e r r o r  from a c a l i b r a t i o n  e r r o r .  I n  mid-1928, a l l  
10 rods introduced i n  1927 were r e c a l i b r a t e d  us ing  t h e  i n t e r v a l s  0.0 t o  0 .2 ,  0 .2  
t o  1 .2 ,  1.2 t o  2 .2 ,  and 2.2 t o  3.2 m ,  a s  was done p r i o r  t o  mid-1927. This  same 
procedure cont inued to be used f o r  all Invar Fischer rods  in t roduced  a f t e r  1928. 
For most of t h e  rods r e c a l i b r a t e d  i n  1928, t h e  change i n  c a l i b r a t i o n  was substan-  
t i a l .  The most l o g i c a l  explana t ion  f o r  t h e  s u b s t a n t i a l  changes i n  c a l i b r a t i o n ,  
t oge the r  wi th  t h e  change i n  c a l i b r a t i o n  i n t e r v a l s ,  i s  t h a t  t h e  rods were re sc r ibed  
and regraduated i n  e a r l y  1928, us ing  t h e  procedure descr ibed  by Parkhurs t  (1935) 
which employed t h e  improved graduat ing  machine. 

The problem with t h i s  method of s c r i b i n g  and c a l i b r a t i n g  is  t h e  

I n  time,methods of s c r i b i n g  and graduat ing  t h e  rods improved. Parkhurs t  
(1955) summarizes t h e  methods used by C&GS i n  1955. The i n i t i a l  s c r i b e  mark a t  
t h e  0.2-meter p o i n t  was loca ted  with p r e c i s i o n  gage b locks .  Based on a comment 
i n  t h e  C&GS Annual Report  f o r  1951 (p.  58), i t  appears  t h a t  t h e  i p t r o d u c t i o n  of 
p r e c i s i o n  gage blocks may have occurred t h a t  year .  
mark was l o c a t e d ,  a comparator was used t o  l o c a t e  t h e  s c r i b e  marks a t  1.2, 2.2 ,  
and 3.2 m .  The s c r i b e  marks were c u t  with diamond and were "only a few thou- 
sandths  of an inch  wide," according t o  Parkhurs t  (1955). 
g raduat ions  was accomplished us ing  a l-meter long Invar  mask (Parkhurst  1955, 
pp. 15-16), a s  fol lows:  

Once t h i s  i n i t i a l  s c r i b e  

P a i n t i n g  of  t h e  
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The "wrking"  graduat ions  on t h e  inva r  s t r i p  a r e  i n  the  form 

These a r e  appl ied  by spraying  b lack  lacquer  through 
of a b lack  and whi te  checkerwork, t h e  blocks being .01 i .OOQ1 m. 
i n  width.  
a 100 opening mask, made of i nva r  of t h e  same category a s  t h e  
rod s t r i p  so t h a t  changes i n  temperature ,  which may occur during 
the progress of the work, may be ignored. 

This  mask i s  s p e c i a l l y  designed and cons t ruc ted ,  using L-shaped 
blocks mounted i n  channels i n  a frame, t h e  p o s i t i o n  of each 
block being checked wi th  gage blocks dur ing  assembly t o  
i n s u r e  t h a t  t h e  mask openings a r e  c o r r e c t l y  pos i t ioned  wi th in  
t h e  p re sc r ibed  to l e rance .  

The corners  of t h e  blocks loca ted  a t  0 and 1 m. a r e  c l ipped 
approximately 1/8" t o  provide  an opening f o r  observing t h e  
r e fe rence  l i n e s  on t h e  inva r .  When prepar ing  t o  p a i n t ,  t he  
mask i s  p laced  upon t h e  inva r  s t r i p  and c a r e f u l l y  r eg i s t e red  
by observing t h e  re ference  l ines  and edges of t h e  masking 
blocks through a small  microscope t o  i n s u r e  t h a t  they  a r e  
i n  alignment.  

The weight of t h e  mask is  s u f f i c i e n t  t o  hold it i n  p l ace ,  and 
t h e  openings a r e  sprayed wi th  a quick drying d u l l  black lacquer .  
The process  is  repea ted  u n t i l  t h e  ent i re  rod is  completed, a f t e r  
which t h e  s u r f a c e  of  t h e  s t r i p  i s  given a l i g h t  spray  coa t ing  
of c l e a r  pyroxylin base lacquer and, when thoroughly dry, a 
coa t ing  of a u t o  body wax. 

The d a t e  when t h e  procedures  f o r  graduat ing  t h e  rods changed from t h e  method 
descr ibed  i n  Parkhurs t  (1935) t o  t h e  procedures  descr ibed l a t e r  by Parlchurst 
(1955) is  unknown. There does no t  appear t o  have been any s i g n i f i c a n t  changes 
i n  subsequent y e a r s  i n  s c r i b i n g  and graduat ion  procedures from those descr ibed  
i n  Parkhurs t  (1955). 

C a l i b r a t i o n  of  F i sche r  Rods 

The c a l i b r a t i o n  of  F i sche r  rods,  a s  wi th  o t h e r  rods,  involved t h e  measurement 
of a few s e l e c t e d  l eng th  i n t e r v a l s  u s ing  t h e  bottom of t h e  rod and a Pew s c r i b e  
marks. The c a l i b r a t i o n  procedures  employed f o r  C&GS Fische r  rods are conveniea t ly  
broken i n t o  e i g h t  pe r iods ,  when d i f f e r e n t  agencies  o r  methods were employed. 
(See t a b l e  13.) 
no c a l i b r a t i o n s  were performed. 

During t h e  in t e rven ing  yea r s  between t h e  time per iods  l i s t e d ,  

From 1916 through 1923, C&GS c a l i b r a t e d  i t s  own l e v e l i n g  rods i n  t h e  l a b c r a t o r y  
us ing  s tandard  Inva r  r e fe rence  ba r s .  
2.2 t o  3.2 m were c a l i b r a t e d  us ing  t h e  s tandard  re ference  ba r s .  
t h e  l-meter segments were es t imated  t o  2 0.01 nun during c a l i b r a t i o n .  
it i s  u n l i k e l y  t h a t  t h e  accuracy of t h e  measurement was t h i s  good. A more 
probable  accuracy f o r  t h e  measurement of t h e  d i s t a n c e  between t h e  Oi2- and 
3.2-meter s c r i b e  marks during c a l i b r a t i o n  would be about 0.05 t o  0.10 nun. 
exac t  method of c a l i b r a t i n g  t h e  0.0 t o  0.2-meter i n t e r v a l  during t h i s  pe r i cd  is 
no t  c l e a r .  

The i n t e r v a l s  0.2 t o  1.2,  1.2 t o  2.2, aad 
The l eng ths  Qf 

However, 

The 
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Table 13.--Cal ibrat ion methods and measurement i n t e r v a l s  
f o r  F i sche r  l e v e l i n g  rods 

Time per iod  Agency I n t e r v a l s  measured Methods of c a l i b r a t i o n  
(m) 

1916-23 

1924 - Apr.1927 

June 1927-June 1928 

July 1928 - 1929 

1930-39 

1942-45 

19 49 - 63 

1964-68 

C&GS 

NBS 

NBS 

NBS 

NBS 

NBS 

NBS 

NBS 

0.0-0.2, 0.2-1.2, 
1.2-2.2, 2.2-3.2 

0.0-0.2, 0.2-1.2 

0.0-1.0, 1.0-2.0, 

0.0-0.2, 0.2-1.2 
1.2-2.2, 2.2-3.2 

0.0-0.2, 0.2-1.2 
0.2-2.2, 0.2-3.2 

0.0-0.2, 0.0-1.2 

0.0-0.2, 0.2-1.2 
0.2-2.2, 0.2-3.2 

0.0-0.2, 0.2-1.2 

1.2-2.2, 2.2-3.2 

2.0-3.0 

0.0-2.2, 0.0-3.2 

1.2-2.2, 2.2-3.2 

Standard i n v a r  r e fe rence  
ba r .  

Standard r e fe rence  bar?  

Standard r e fe rence  bar?  

Standard r e fe rence  bar?  

Standardized steel tape? 

Standardized steel  tape? 

Standardized steel  t a p e ,  
p r e c i s i o n  gage block.  

Standard Invar  meter b a r ,  
p r e c i s i o n  gage block.  

I n  1916, f i e l d  c a l i b r a t i o n  measurements wi th  an Invar  b a r  ( o r i g i n a l l y  i n i t i a t e d  
i n  1915 t o  d e t e c t  changes i n  wooden rods)  were continued. 
r e p o r t ,  t h e  au thor  i d e n t i f i e d  a l i n e  l eve led  i n  1916 from Clovis ,  N. Mex., t o  
Pecos, Tex., where c a l i b r a t i o n s  were performed i n  t h e  f i e l d .  Kumar and 
Poetzschke (1981) a l s o  i d e n t i f i e d  a l i n e  l eve led  i n  1916, from L i t t l e  Rock, Ark., 
t o  Memphis, Tenn., where t h i s  procedure had been employed. The f i e l d  c a l i b r a t i o n  
values for the Clovis-Pecos line were highly variable (table 14) and were not 

I n  r e sea rch ing  t h i s  

Table 14.--Invar-bar f i e l d  c a l i b r a t i o n s  performed i n  t h e  
f i e l d  i n  1916 (Clovis ,  N. Mex., t o  Pecos,  Tex.) 

Cal ibra ted  rod l eng th  
Rod 201 Rod 202 

2.999468 3.000170 
2.999974 3.000174 
3.000060 3.000160 
3.00019 1 3.000589 
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used even a t  t h a t  time f o r  da t a  reduct ion .  
i n  t h e  f i e l d  was apparent ly  d iscont inued  a f t e r  1916. 
t h e  1916 f i e l d  c a l i b r a t i o n s  of Invar  l e v e l i n g  rods i s  t h e  l a r g e  temporal v a r i a -  
b i l i t y  of t h e  c a l i b r a t i o n s  which seems u n l i k e l y  t o  r ep resen t  r e a l  changes i n  t h e  
l eng ths  of t h e  Invar  rods.  This  c a s t s  doubts on t h e  1915 f i e l d  c a l i b r a t i o n s  of 
t h e  wooden F i sche r  rods which were used f o r  ca r ry ing  o u t  da t a  reduct ion .  

The p r a c t i c e  of  c a l i b r a t i n g  t h e  rods 
The r e a l  s i g n i f i c a n c e  of 

The Nat ional  Bureau of Standards assumed r e s p o n s i b i l i t y  f o r  c a l i b r a t i n g  C&GS 
l e v e l i n g  rods i n  1924. There i s  l i t t l e  information a v a i l a b l e  on how c a l i b r a -  
t i o n s  were c a r r i e d  o u t  between 1924 and 1949. 
however, based on t h e  i n t e r v a l s  f o r  which c a l i b r a t i o n  va lues  were repor ted .  
Between 1924 and 1929, t h e  r e s u l t s  a r e  repor ted  f o r  e i t h e r  t h e  i n t e r v a l s  C.0 t o  
0 . 2 ,  0 . 2  t o  1 . 2 ,  1 . 2  t o  2 . 2 ,  and 2 . 2  t o  3 .2m;or  t h e  i n t e r v a l s  0 . 0  t o  1 . 0 ,  1 . 0  
t o  2 . 0 ,  and 2 . 0  t o  3 . 0  m. The procedure of r epor t ing  t h e  1-meter i n t e r v a l s  
i n d i v i d u a l l y ,  a s  done by C&GS p r i o r  t o  1924, sugges ts  t h a t  NBS continued t o  use  
s tandard  1-meter inva r  reference bars  f o r  c a l i b r a t i o n  during 1924-29. From 1930 
t o  1945, t h e  c a l i b r a t i o n  i n t e r v a l s  repor ted  were e i t h e r  0.0 t o  0 . 2 ,  0 . 2  t c  1 . 2 ,  
0 . 2  t o  2 . 2 ,  and 0 . 2  t o  3 . 2  m; or 0 . 0  t o  0 . 2 ,  0 . 0  t o  1 . 2 ,  0.0 t o  2 . 2 ,  and 0.0 t o  
3 . 2  m .  
through 1963 f o r  c a l i b r a t i o n  t o  determine t h e  i n t e r v a l s  0 . 2  t o  1 . 2 ,  0 . 2  t o  2 . 2 ,  
and 0 . 2  t o  3 . 2  m. P r e c i s i o n  gage blocks were used t o  c a l i b r a t e  t h e  i n t e r v a l  0.0 
t o  0 . 2  m .  
seems probable  t h a t  t h e  c a l i b r a t i o n s  c a r r i e d  ou t  between 1930 and 1945 were made 
us ing  a s teel  t ape ,  i n  a manner s i m i l a r  t o  t h a t  c a r r i e d  ou t  i n  t h e  pe r iod  1949- 
63.  The method used f o r  c a l i b r a t i o n  measurements of t h e  i n t e r v a l  0.0 t o  0.2 m 
dur ing  t h e  e a r l i e r  pe r iod  (1930-45) is  no t  c l e a r .  

A con jec tu re  can be formed, 

I t  i s  known from a r c h i v a l  records  t h a t  steel t apes  were used from 1949 

Based upon t h e  s i m i l a r i t y  of t h e  c a l i b r a t e d  i n t e r v a l s  r epor t ed ,  it 

When a steel t ape  was used f o r  c a l i b r a t i o n ,  t h e  Invar  s t r i p  was l a i d  horizon- 
t a l l y  ad jacen t  t o  t h e  steel t ape  and a microscope was used t o  compare t h e  s teel  
t ape  and t h e  Invar  s t r i p .  
s ion .  
more than  5 l b  (Kumar and Poetzschke 1981). During t h e  pe r iod  1949-63, t h e  
c a l i b r a t i o n  r e s u l t s  were recorded t o  t h e  n e a r e s t  0 .01  m. Data were rounded t o  
t h e  n e a r e s t  0 . 1  mm when t h e  r e s u l t s  were repor ted .  

The steel t a p e  i t s e l f  was under 10 t o  25 l b  of t en -  
The Invar  s t r i p  was e i t h e r  under no t ens ion  o r  a nominal t e n s i o n  of no 

Beginning i n  1964, t h e  c a l i b r a t i o n  procedure used by NBS aga in  changed. 
1964 u n t i l  1968 when t h e  c a l i b r a t i o n  of F i sche r  Invar  rods was d iscont inued ,  t h e  
i n t e r v a l s  0 . 2  t o  1 . 2 ,  1 . 2  t o  2 . 2 ,  and 2 . 2  t o  3 . 2  m were c a l i b r a t e d  by us ing  
s tandard  Invar  b a r s .  The i n t e r v a l  from 0.0 t o  0 . 2  m continued t o  be c a l i b r a t e d  
us ing  s tandard  gage blocks.  During t h i s  pe r iod ,  t h e  c a l i b r a t i o n  was c a r r i e d  ou t  
wi th  t h e  rod remaining i n t a c t  and t h e  Invar  b a r  p laced  under t ens ion  f o r  a l l  
c a l i b r a t i o n  measurements. The c a l i b r a t i o n  measurements were recorded t o  t h e  
n e a r e s t  0.001 mm and rounded t o  t h e  n e a r e s t  0 .01  mm. 

From 

Resu l t s  of Cal ib ra t ions  

Table 15 l i s t s  t h e  mean c a l i b r a t i o n  va lues  i n  p a r t s  p e r  m i l l i o n  (ppm) and 
microns der ived  from va r ious  o f f i c e  c a l i b r a t i o n s  f o r  rods 201 t o  209. The 
c a l i b r a t i o n  va lues  have been rounded t o  t h e  n e a r e s t  5 ppm. Except f o r  t h e  1925 
c a l i b r a t i o n s  of rods 201 and 202 by NBS, a l l  c a l i b r a t i o n s  were made by C&GS. 
Keeping i n  mind t h a t  t h e  probable  e r r o r  of any s i n g l e  c a l i b r a t i o n  de te rmina t ion  
i s  30 ppm, t h e r e  i s  a c l e a r  i n d i c a t i o n  of o v e r a l l  change i n  c a l i b r a t i o n  va lues  
f o r  only rods 202 and 206, i n s o f a r  a s  C&GS c a l i b r a t i o n s  a r e  concerned. The NBS 
c a l i d r a t i o n s  of rods 201 and 202 appear  t o  g ive  somewhat l a r g e r  c a l i b r a t i o n  
c o r r e c t i o n s  than  those  obtained by C&GS. 
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Table 15.--Mean cal ibration values for rods 201 t o  209. Values in  parentheses  i n d i c a t e  mean 
cal ibration correction ( i n  parts  per mi l l i on) .  
rod length (in microns). 

Values without parentheses  show e x c e s s  i n  3 meter 

Calibration dates Rod number 

Year Month 201 202 203 204 205 206 207 208 209 

1916 9-11 (60) (95) (130) (215) (110) (65 1 (115) 
180 280 390 640 330 190 35 0 

1919 10-12 

1921 7 (50) (125) 
150 370 

1922 5 (150) 
45 0 

1925 10 (135) (235) 
400 700 



Table 16 shows some average va lues  of c a l i b r a t i o n  c o r r e c t i o n s  f o r  i n d i v i d u a l  

The cause of  
l-meter intervals  of rods 201 through 209. 
r ep resen t s  a genera l  i nc rease  i n  l eng th  of a l l  1-meter segments. 
t h i s  change is not c l e a r .  I t  could have represented  changes in t h e  l eng th  of 
t he  rod over a pe r iod  o f . t i m e  o r  it could have been t h e  r e s u l t  of r e s c r i b i n g .  
The change i n  c a l i b r a t i o n  cons tan t  f o r  rod 206 is  c l e a r l y  due t o  a change i n  
position of the scribe mark at the 0.2-meter point only. Table 16 also shows 
t h a t  a change occurred i n  p o s i t i o n  of t h e  s c r i b e  mark a t  t h e  2.2-meter p o i n t  
f o r  rod 208.  This  change d i d  no t  a f f e c t  t h e  o v e r a l l  c a l i b r a t i o n  of t h e  rod 
because t h e  p o s i t i o n  of  t h e  0.2- and 3.2-meter p o i n t s  remained unchanged. 
Tables 15 and 16 demonstrate t h a t  t h e  c a l i b r a t i o n  c o r r e c t i o n s  f o r  rods 201 
through 209 a r e  l a r g e  and s u b s t a n t i a l l y  nonl inear .  

The change i n  c a l i b r a t i o n  of rod 202 

Table 16.--Average i n t e r v a l  c a l i b r a t i o n  va lues  ( i n  ppm) f o r  rods 209 t o  209 

Rod 
C a l i b r a t i o n  i n t e r v a l s  Number of ca l i -  

0.2-1.2 m 1:2-2.2 m 2.2-3.2 m b r a t i o n s  averaged 

20 1 
202 

203 
204 
205 
206 

207 
208 

209 

16 
52 
131 
170 
262 
194 
58 
254 
95 
19 
11 
100 

106 
109 
178 
142 
170 
136 
-35 
-6 
146 
86 
219 
153 

70 
77 
233 
79 
173 
108 
37 
25 
70 
65 
-69 
113 

5 
2 (1916-17) 
3 (1918-20) 
4 
5 
5 
3 (1917-18) 
2 (1920-22) 
4 
3 (1916-19) 
3 (1920-22) 
6 

Tables  17 and 18 l i s t  t h e  mean and . i n t e r v a l  c a l i b r a t i o n  results f o r  rods 
218 t o  231, which were f i r s t  introduced dur ing  t h e  per iod  1920-22. 
c a l i b r a t i o n  co r rec t ions  a r e  sma l l e r  than  those  f o r  t h e  o r i g i n a l  rods (gener- 
a l l y  less than  100 ppm) and a r e  more l i n e a r .  Apparently,  t h e  techniques f o r  
s c r i b i n g  wi th  t h e  s teel  square had improved between 1916-17 and 1920-22. 
i n i t i a l  c a l i b r a t i o n s  dur ing  t h e  pe r iod  1920-1922, repor ted  i n  t a b l e s  17 and 18, 
were c a r r i e d  o u t  by C&GS. Later c a l i b r a t i o n s  were performed by NBS. 

The o v e r a l l  

The 

Table 19 shows t h e  c a l i b r a t i o n  r e s u l t s  f o r  t h e  t h i r d  set of Invar  rods ,  
c o n s i s t i n g  of 10 rods introduced by C&GS i n  1927. 
rods were c a l i b r a t e d  us ing  t h e  i n t e r v a l s  0.0 t o  l.O., 1.0 t o  2.0, and 2.0 t o  
3.0 m dur ing  t h e  pe r iod  June 1927 through June 1928. 
c a l i b r a t i o n  measurements re turned  t o  t h e  i n t e r v a l s  0 t o  0.2, 0.2 t o  1.2, 1.2 
t o  2.2, and 2.2 t o  3.2 m. 
r e s u l t e d  i n  l a r g e  c a l i b r a t i o n  co r rec t ions .  Beginning i n  J u l y  1928, t h e r e  was 
no t  on ly  a r e t u r n  t o  t h e  previous c a l i b r a t i o n  i n t e r v a l s  b u t  a l a r g e  reduct ion  
i n  t h e  magnitude of t h e  c a l i b r a t i o n  co r rec t ion .  
c a l i b r a t i o n  c o r r e c t i o n  occurred when t h e  rods were r e sc r ibed  i n  e a r l y  1928. 

As noted p rev ious ly ,  t h e s e  

Beginning i n  J u l y  1928, 

Table 19 shows t h a t  t h e  i n i t i a l  s c r i b i n g  i n  1927 

I t  appears  t h a t  t h i s  change i n  
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Table 17.--Mean ca l ib ra t ion  values f o r  rod numbers 218 to 231 

Cal ibrat ion Rod number 

Year Month 218 . 219 220 221 222 223 224 225 226 227 228 229 230 23 1 
dates  

1920 (55) (30) 

1921 4-5 (75) (85) (30) (20) (35) (35) 
10 170 90 

230 260 90 60 100 110 

380 140 10 150 90 40 30 80 20 
1922 2-5 (125) (45) (5) (50) (30) 0 (15) (10) (25) (5) 

1924 5 (65 1 ,, (65) (35) (65) (35) (35) (35) (65) (35) (65) (35) 
200 100 200 100 100 100 200 100 200 100 

200 200 

U 200 
1926 1 (65) (65) 

1926 11 (100) (65) 

1927 4 (65) (65) 

1928 7 (20) (25) ( 5 )  
6 0  80 20 

300 200 

200 200 

N 
fi 

1930 6 (35) (35 1 (0) (100)  (100) (100) 
100 100 0 300 300 300 

1930 10 (-35) (-65) 
-100 -200 

1930-31 12-1 (-35) (-65) (-65) 
-100- -200- -200 

(-35) 
-100 0 0 0 0 0 1942 6-8 

0 0 1952 4 



Table 18.--Average i n t e r v a l  c a l i b r a t i o n  va lues  ( i n  ppm) f o r  rods 218 eo 231, 
C&GS c a l i b r a t i o n s  only.  

C a l i b r a t i o n  i n t e r v a l s  No. of 
Rod Cal ibra t ions  
No. 0.2-1.2 m 1.2-2.2 m 2.2-3.2 m averaged 

218 
219 
220 
22 1 
222 

224 
225 
226 
227 
228 
229 
230 
231 

223 

71 
47 
127 
96 
30 
64 
46 
59 
33 
19 
45 
7 

31 
3 

19 
22 
82 
65 

0 

20 
8 
83 
57 
-31 
20 
69 
29 

1 

83 
22 
95 
39 
67 
39 
33 
46 
-3 1 
-70 
31 
7 

-20 
-10 

1 
1 
2 
2 
2 
2 
1 
1 
1 
1 
1 
1 
1 
1 

A f t e r  t h e  1927-28 per iod ,  most of t h e  l e v e l i n g  rods manufactured f o r  t h e  
next  40 yea r s  were f i r s t  c a l i b r a t e d  during t h r e e  r e l a t i v e l y  s h o r t  time per iods :  
171 rods were f i r s t  c a l i b r a t e d  i n  t h e  1930-35 per iod ,  259 rods i n  1949-52, and 
130 rods i n  1955-57. 
can b e s t  be d iv ided  i n t o . t h r e e  groups: 
i n  t h e  pe r iod  1930-39, post-World War I1 c a l i b r a t i o n s  made with s tee l  tapes  
i n  t h e  pe r iod  1949-63, and c a l i b r a t i o n s  wi th  an Invar  b a r  ca r r i ed  out  during 
1964-68. 

The c a l i b r a t i o n  measurements made by NBS a f t e r  1928 
pre-World War I1 c a l i b r a t i o n s  made 

Figures  2, 3, and 4 g r a p h i c a l l y  d e p i c t  t h e  r e s u l t s  of t h e  o v e r a l l  c a l i b r a t i o n s  
by NBS f o r  t h e  t h r e e  time pe r iods .  
t aken  from a r c h i v a l  records  before  rounding. Because of t h e  g r e a t e r  r e so lu t ion ,  
it i s  worthwhile t o  compare t h e  1949-63 and 1964-68 c a l i b r a t i o n s  before  consider-  
i n g  t h e  1930-39 c a l i b r a t i o n s .  A s  shown i n  f i g u r e  5, where t h e  r e s u l t s  of f i g u r e s  
3 and 4 a r e  superimposed, t h e  primary d i f f e r e n c e  between the  two c a l i b r a t i o n  sets 
i s  a sys temat ic  d i f f e r e n c e  of about 20 ppm. 
matic  d i f f e r e n c e ,  t h e  v a r i a b i l i t y  of c a l i b r a t i o n  va lues  i s  e s s e n t i a l l y  t h e  sacre 
dur ing  t h e  two t i m e  pe r iods  d e s p i t e  t h e  f a c t  t h a t  t h e  1964-68 c a l i b r a t i o n  de te r -  
minat ions were s a i d  by NBS t o  be more accu ra t e .  

The r e s u l t s  f o r  t h e  1949-63 period were 

Af te r  t ak ing  i n t o  account t h i s  sys t e -  

F igure  6 superimposes t h e  r e s u l t s  shown i n  f i g u r e s  2 and 4. Because t h e  
c a l i b r a t i o n  r e s u l t s  of t h e  t o t a l  3-meter rod l eng th  i n  t h e  1930-39 period were 
rounded t o  t h e  n e a r e s t  0.1 nun, c a l i b r a t i o n s  a r e  only a v a i l a b l e  a s  d i s c r e t e  
va lues  a t  33 ppm i n t e r v a l s .  
t h e  da t a  i n  f i g u r e  6 a r e  compatible wi th  t h e  assumption t h a t  t h e  s c a t t e r  of 
c a l i b r a t i o n  va lues  i n  t h e  1930-39 per iod  was no g r e a t e r  than i n  the  1964-68 
per iod .  
of about  50 ppm i n  t h e  c a l i b r a t i o n  va lues .  

Although t h e  rounding makes comparisons less c l e a r ,  

I n  t h i s  case ,  however, t h e r e  i s  an i n d i c a t i o n  of a systematic  d i f f e rence  
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Table 19.--Mean ca l ibrat ion  values  f o r  rods introduced in 1927 
(Calibration correct ions  i n  ppm ) 

Calibration date Rod number 
Year Month 243 244 245 246 247 248 2 49 250 25 1 25 2 

1927 400 400 600 200 400 400 7 00 600 600 600 

1928 1-2 

~~ 

0 300 

1928 ' 6  - 100 0 

1928 7 -110 -60 40 - 10 

1930 0 100 0 0 0 
." 
m 

1931-33 -100 - 100 

1939 -400 

1942-45 -100 -100 -100 0 0 

-100 0 0 

1956 - 100 

1960 - 100 - 40 

1967 50 
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The results i n  f igu res  2 through 6 support  t h e  conclusion t h a t  during the  
time periods of 1930-39, 1949-63, and 1964-68 the difference between scribing 
and c a l i b r a t i o n  due t o  random error is about +, 30 ppm rms. 
d i f fe rences  on the  order .of  20 t o  50 ppm between t h e  sc r ib ing  and the  cal ibra-  
t i o n s  from time period t o  time period a r e  ev ident .  

However, systerr.atic 

One reason f o r  t h e  systematic  d i f fe rences  was the  change i n  c a l i b r a t i o n  
P r i o r  t o  1964, t he  Invar s t r i p s  were removed procedure ' introduced i n  1964. 

from the  wooden p a r t  of t he  l eve l ing  rod before  c a l i b r a t i o n .  
1964, t he  Invar  s t r i p s  remained i n  p lace  and were not  removed. 
1964, an important r e s u l t  of t h i s  procedural change was t h a t  t h e  Invar  s t r i p s  
were ca l ib ra t ed  under a tens ion  of about 25 l b ,  which was the  nominal t ens ion  
maintained during f i e l d  use. 
bra ted  e i t h e r  without tens ion  o r  with l i t t l e  tens ion  (3 t o  5 l b ) .  

Beginning i n  
Beginning i n  

P r i o r  t o  1964, t h e  Invar  s t r i p s  had been c a l i -  

In 1965, a test w a s  performed to d e t e r m i n e  t he  e f f e c t  of t ens ion  on 
calibration values. The t e s t  results are reported i n  a memorandum dated 
March 1, 1965, from Mr. J. S. Beers, Acting Chief,  Length Sec t ion ,  Metrology 
Divis ion,  National Bureau of Standards t o  the  Director, U.S. Coast and 
Geodetic Survey. 
of applying tens ion  changed the  c a l i b r a t i o n  of t he  rods by 25 t o  60 ppm. 

Table 20 i nd ica t e s  t h e  r e s u l t s  of t h i s  test; t h e  e f f e c t  

Table 20.--Rod c a l i b r a t i o n  values without tens ion  and with tens ion  

In t e rva l  cor rec t ions  a t  25 OC 
Rod No. I n t e r v a l  Without tens ion  With t ens ion  

(m) ( m d  (m> 

268 0.2 - 1.2 
0.2 - 2.2 

274 0.2 - 1.2 
0.2 - 2.2 

364 0.2 - 1.2 
0.2 - 2.2 
0.2 - 3.2 

369 0.2 - 1.2 
0.2 - 2.2 
0.2 - 3.2 

-0.041 
-0.031 

-0.070 
-0.114 

-0.041 
-0.081 
-0.124 

-0.034 
-0.035 
-0.054 

0.016 
0.068 

-0.063 
-0.076 

0.011 
0.034 
0.063 

0.031 
0.097 
0.148 

The e f f e c t  of t ens ion  could account e n t i r e l y  f o r  t he  systematic  d i f f e rences  
There a r e  two 

"The exac t  
between c a l i b r a t i o n s  c a r r i e d  out  during d i f f e r e n t  time periods.  
poss ib l e  causes f o r  t h i s  e f f e c t .  Beers i n  h i s  memorandum s t a t e s :  
amount of t he  decrease i n  the  length  of t he  s t r i p  due only to t h e  r e l ease  of 
tens ion ,  and what amount i s  due t o  any small  undulating departures  of the  s t r i p  
su r face  from a common plane without tens ion  cannot be ascer ta ined ."  
s i b i l i t y  of t he  Invar  s t r i p  having departures  from p l a n a r i t y  when no t  under 
tens ion  could expla in  why the  e f f e c t s  of applying tens ion  were g r e a t e r  than  
might be expected i f  one considered only the  expected e l a s t i c  deformation of 
t he  s t r i p  taking i n t o  account i t s  dimensions and Young's modulus f o r  Invar .  

The pos- 
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From figure 5 it can be seen that the systematic difference between 1949-63 
calibration corrections obtained without spring tension and 1964-68 corrections 
obtained with spring tension is not as large as might be expected from the 
results shown in table 20. A possible explanation for this is that the nominal 
spring tension of 25 lb was often not maintained in the field. C. F. Ellingwood 
(personal communication, 1982) has pointed out that the spring used to apply 
tension was a short compression spring which was subject to fatigue, and rods 
were often sent back from the field with much less than 25 lb pressure being 
exerted by the spring. 

Relation of Scribe Marks to Painted Graduations 

In using Fischer Invar-scale rods, the actual reading of the rods in the field 
is carried out by using the alternating black and white graduations painted on 
the Invar strip. Thus, errors caused by the leveling rods arise not only from 
errors in placing scribe marks on the rods, but also from errors in relating the 
painted graduations to the scribe marks. The errors in relating painted gradua- 
tions to the scribe marks would not be reflected in the calibration corrections, 
which account only for errors in the location of the scribe marks themselves. 

As indicated in a previous section, three different methods were used to place 
During the period 1916-26, every inter- the painted graduations on the rods. 

section between painted graduations was scribed by using a metal square. 
than the comments already made about the unsatisfactory nature of this approach, 
and in the absence of documentation, little more can be said about the exact 
details of how the procedure was carried out. 

Other 

From 1927 until 1968, either a 4-centimeter mask associated with a comparator 
(1927-1951?) or a 1-meter Invar mask (1951?-1968) was used for painting gradu- 

have introduced certain types of systematic errors. In using the comparator and 
the &centimeter mask, each I-meter segment of the Invar strip, 0.2 to 1.2, 1.2 
to 2.2, and 2.2 to 3.2 m, was registered independently in the comparator when 
painting the graduations. The 0.2- and 1.2-meter scribe marks were used to 
register the first segment, the. 1.2- and 2.2-meter marks to register the second 
segment, and the 2.2- and 3.2-meter marks to register the third segment. When 
using a 1-meter Invar mask, a somewhat analogous situation occurred. The 0.2- 
and 1.2-meter scribe marks were used to register the mask for one segment, the 
1.2- and 2.2-meter scribe marks to register the mask for the second segment, and 
the 2.2- and 3.2-meter scribe marks to register the mask for the third segment. 

ations on the rods. In addition to random errors, the use of the masks could 

Errors in placing the painted,graduations on the Invar strips would occur due 
to differences in the length of the nominal 1-meter intervals on the Invar as 
defined by the scribe marks and the nominal 1-meter interval on the 1-meter 
mask. Errors would also arise due to errors in registering the Invar strip 
relative to either the comparator bar or the 1-meter Invar mask. 
each 1-meter interval was registered separately caused registration errors to 
occur as localized errors at the 1.2- and 2.2-meter points on the Invar strip. 
Therefore, it is worthwhile to consider the effects of the localized errors 
associated with placing graduations on the Invar strip. 

The fact that 

When leveling a section the nominal procedure is to alternate rods, beginning 
and ending with the same rod. 
ith setup as a i 

Designate the readings on rods A and B during the 
and bi. 
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Then the total elevation change, AH, after N setups, assuming an even 
number of setups, will be 

AH = Ahl + Ah2 +...+ AhN - - (al - bl) + (b2 - a2) +...+ (bN - aN), 
which can be rearranged to give 

N-3 N.- 1 

Then errors due to lack of agreement between the 1-meter Invar mask or 
the comparator bar and the scribe marks on the rod can be expressed in terms 
of differences between subsequent readings on the same rod. Because the 
height of a leveling instrument is about 1.5 m, it is not possible to 
read just above the 1.2- or 2.2-meter points on the rod on one setup and 
just below the same discontinuity on the next setup when continuing to level 
on an uphill slope. 
reading A and the localized error E ,  the expected errors can be summarized 2’ as shown in table 21. Unless the errors in the lengths of the 1-meter Invar 
mask or the reference calibrator bar are greater than the scribing errors, 
and thus E is much larger than the scribing error, the error due to the 
graduation discontinuities would not be expected to be any greater than 
the scribing error. 

If we denote the downhill reading A1, the uphill 
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Figure 7.--Comparison of apparent scale differences of leveling rods used 
in repeated levelings in southern California. 
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Table 21.--Errors r e s u l t i n g  from rod graduat ion  d i s c o n t i n u i t i e s  

Both A1 and A2 between 1.2 and 2.2 m: 

E r r o r  = (A1 - A2)c 

E r r o r  i s  p ropor t iona l  t o  he igh t  d i f f e r e n c e  

E r r o r  between 0 and E .  

A1 between 1.2 and 2.2 m ;  A2 between 0 . 2  and 1.2 m: 

E r r o r  = [ l - (A1 - A,)]& 

(A1 - A ) between 0.5 and 1.5 m most of time 

Error between 0.5 E and -0.5 E most of time. 
2 

A1 between 2.2  and 3.2 m ;  A2 between 1.2 and 2.2 m: 

E r r o r  = [ l - (A1 - A,)]& 

(A1 - A2) between 0.5 and 1.5 m most of time 
E r r o r  between 0 .5  E and -0.5 E most of time. 

A, between 2 .2  and 3.2  m ;  A, between 0 . 2  and 1.2 m: 

E r r o r  = 2~ - (A1 - A2)e 

(A -A2) between 1.9 and 2.7 m. 
E r r o r  between 1.0 E and -0.7 E .  

1 

The a c t u a l  e r r o r  due t o  c a l i b r a t i o n  and s c r i b i n g  of  Inva r  rods can only  be 
determined by comparing repeated l e v e l i n g s .  
S t range  (1980), shows t h e  maximum p o s s i b l e  rod c a l i b r a t i o n  e f f e c t s  ob ta ined  by 
comparing 64 repeated l e v e l i n g s  over  17 p r o f i l e s .  

F igure  7 ,  which was taken  from 
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The apparent  s c a l e  d i f f e r e n c e s  between t h e  rods i n d i c a t e  t h a t  t h e  combined 
e f f e c t s  of rod c a l i b r a t i o n  e r r o r  and any e f f e c t s  of e r r o r s  i n  graduat ions  seldom 
exceed 50 ppm. This indicates that, in general, calibration and graduation 
e r r o r s  a r e  normally smal l  a f t e r  1930, al though i n  except iona l  i n s t ances  errors 
of more than  100 ppm have occurred (Strange 1981). 
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